MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
; BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT RECE'VED 8/1/14.CD

.;Lmnplmp this reporl ad the time of the regular monlhly prevenlive malnlenance check (not to excesd 35 diRE VIEWED

Cnmplela this report whenevor the instrument is serviced or repalrad and whenever it Is placed into sarvicl By Carol Day at 8:56 am, Aug 28, 2014
Retain the onglml and sond a copy within 15 days lo tha Breath Alcoho! Program, DHSS. [
" tae '\ .lf H Bt HAMF OF AGEHCY DAIE OF INSPECTEIN |
204068 Pulaskl Co. SO, Waynesville 07/21/2014 }
bt ATLET 0 NS LTI (SERER | AMD CFEY - TIME OF NSPTCTION T
2920 North Shamrock Road, Jefferson Gity 13:23 i
CHECKLIST: Place a mark in lhe box by each item il found 1o be sallslactory or if operaling within established fimils. (Write in observed valups !
where determined.) Unmarked items musl be corracted bofore using insteumenl, 5

f‘j PIAGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TIME (from printou o OU210U @ 1323
| Wi comruten W DETECTOR

; M PROGRAM FILTERS

| M HEATERS SAMPLE GHAMBER ___350°C CUARTZ STANDARD ﬁ

[Vl FLOW DETECTOR CALIBRATION

| PUMP HIGH SPEED PRINTER

. IND[(_.ATOII LIGHTS

SIMULATOR SOLUTION SUPPLIER . Gulhlabosalories  _  _ LOT# ___ 13280 EXP DATE _ 10/16/2015

& s ATOR TEMP (34°C + 0.2°C) — __*3BIC  SIMULATORSN | MP2053  exp pate 05/13/2015

Wi (_.M.IBRAT!ON CHEGK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three lests using o standard solulion, All Lhrea lesls must be wilhin 5% of the slandard value and musl have a spread ol L0405 or
loss. Matk tha box corresponding to Lhe standard sofution being usad:-{PRINTOUT ATTACHED)

i ] 0.100™ STANDARD « MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
. [L]0.080°% STANDARD - MUST READ BETWEEN 0.076% AND 0.0B4% INCLUSIVE
i ,WB 0.040%: STANDIARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TF“T | - 401 TEST 2 & A01 TEST3 W 101

; f_j PEAFOAM RLEL TEST {PRINTOUT ATTACHED)

IiNDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPOAT: |
I(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

\RI'FUSAL 0 |¢0-04) Q {.05-.09) 0 l(w 14) ] {15-.18) 0 OVER .19 ©

lIST ANV HI'\V PAR‘IS ANB GESCRBE ANY ALTERATION OR MODIFICATION THAT WAS LIADE TO RESTORE THE INSTRUNMENY TO OPERATE AATISFAGTORILY AND WETHIN FSYABLHHF{) LTS
1{HAE OVHER BINE JF HEGESSARY)

" Replaced breath path tublng between the flow thermistor block, five way valve assembly, and sample chamber, Slighly reduced source lamp intensity.

INSPECTING OFFICER 77

CHNATUEE

PRINT FULL NAME

N I Dewayne D. Carver
‘m T A m'm uF:?rmué O TuNE "’\_/ i - TELEPHONE NUMBEN -
\n/ 05/28/2015 {573) 751-4722
. I . 4
RCTUNK COMPLETED ﬂEPO“T TO THE: Breath Alcohol Program, MO Bepartment of Heallh and Senior Satvicos, Southenast District Omu

2875 James Bivd.
Poplar Biulf, MO 63501

v can A LOUAL OPPOHELMISYAS FUUIATIVL AL TR EAL0OTLI latn
Senkes prarerked 09 3 ez nenatoay bass




GUTH LLABORATORIES, INC.

§20 NORTH &7th 8TREET © HARRISBURG, PA 17{11. 4541 ® TELEPHONE: 747-564.5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13280 of
Alcohol Reference Solution for Simulator were analyzed by
gas dhromatography on October 18, 2013, using a Perkin Elmer Gas
Chiomatograph Autosystem XL S/N: 610N9030209, and found fo contain
0.1217% (w/vol) ethyl alcohol. The expiration date for this lot
number is Qctober 16,2015 at 11:59 PM,

When used in a calibrated Simulator, operating at
34°C /- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0,100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

:.-—-_'_D
Ted L. Pauley, Preside
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lol number FNI22211-02 whose
values are traceable to NIST,

All balances are caltbrated annually by an outside agency using NIST traceable weights.
Calibration verification is done prior 1o each use utifizing NIST traceable weights.
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REORDER ALL SUPPLIES FROM N.P.A.S.

FACE THIS SIDE. DOWN THIS EDGE IN FIRST,

BAC DataMaster
Ewdence Tlcket

Nl”ﬁﬂﬂﬁi \THTE HEEHMHa FRTROL
?m.mﬁmmﬂEﬁqﬁ’ *wm&&e&m&

ZTIHb QFFIFEE"A'""
AEVERS DEMH HE D;J
urrEEEr I.0.: o1
FERMIT MIMBER: Z3A1G1 |
ERFIRATION IATE: BS-P8-15
MIZCELLAHEDUE BRTH:
. 1808 VRFOR HEFUPHC? CHECK
BUTH LAET LOT 13256 EXP 1016

“EE15

SUPERVISOR MODE ——-

FLAMK TEST R 5L 12196
ITHTERMAL STAHDARD - . WERIFIED 1328
EETERMAL \THHUHHB ' L1681 13:25
BLAMK TEST , B 13127
EXTERMAL ZTHMDARD L1 e i
BLAHY TERT . BEE [REFaes!
CAToRHPL ETRMIRRD . 161 LRI
BLAMY TERT ESE] 15189

7"IHTEFHEL ETANIRRET VERIFIED

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

MIZEOURT ZTATE HIGHWRY PATROL
BRC DATAMASTER SERIAL HUMBER Sd4ueb
872114

ARREET TIME: @9:08
FUBJECT HAME:
#
Ik Bl-8ism1 ZEH: H
ETATESTLL. 1 Hiow
AFRRESTIMNG OFFICER:
OFFICER I.0.: ¥
TEETING OFFICER:
CRRVER-DEWARYHE-T
UFFICER 1.0.: Cd4
FERMIT HUMEER: 2301@&)
ErPIRATION DRTED OL-0ES15
MIZCELLAMEOUS DHTA:
RFT TEXT
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